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POLICE DEPT 0.16 32.0
DATAMASTER dmt: 107308 ,M 6
Date: 04/02/2021 ([, "ﬂ"' 0.14 28.0
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MICHAEL J CLIVE
Permit #: 36682
Operator Agency/Dept: UTICA CITY PD 0.1 0.0
Refexence Standarxrd #: 21020
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