SOLUTION CHANGE

UTICA CITY

POLICE DEPT 5
DATAMASTER dmt: 100282 M/l

OPERATOR NAME:
MICHAEL J CLIVE
Permit #: 36682
Operator Agency/Dept: UTICA CITY PD
Reference Standard #: 23350

Nominal = 0.10 g/210L

BLANK TEST : 0.00
INTERNAL STANDARD VERIFIED
REFERENCE STANDARD TEMP 33.99c
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 33.99¢
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 33.99%¢c
REFERENCE STANDARD 0.10
BLANK TEST 0.00

12:31
12:31

12:32
12:33

12:33
12:34

12:34
12:35

0.00
0.20

0 i 5 40.0
Alcohol (g/210L)
BB el Flow Rate(L/M) | 36.0
16 32.0
14 28.0
12 24.0
10 20.0
08 16.0
06 12.0
.04 8.0
"""""""""" R 4.0
ool 0.0
0 5 10 15 20 25 30
.20 i H 40.0
i :
Alcohol (g/210L)
g Flow Rate(L/M) 36.0
16 32.0
14 28.0
12 24.0
10 20.0
08 ‘ 16.0
06 12.0
04 8.0
VR e T T B T T T T TR 4.0
0.0
0 5 10 15 20 25 30
: i 40.0
Alcohol (g/210L)
c18ld----- Flow Rate (L/M) | 36.0
16 32.0
14 28.0
12 24.0
.10 r 20-0
08 16.0
06 12.0
.04 8.0
eemmsESEToTIoTEE S 4.0
.OOI 0.0
0 5 10 15 20 25 30




